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In the past few decades, a significant amount of effort
has been put into developing different lensless micro-
scope designs. The existing lensless microscopes are capa-
ble of offering high resolution and wide field-of-view us-
ing super-resolution and computational techniques. But,
the employment of macroscopic illumination system and
unscalable opto-mechanical components limit their cost-
effectiveness, scalability, mass production and on-chip in-
tegration. In this work, we report Muscope, an on-chip
microscope, which fixes these issues. It extends a few mm
in each dimension and comprises of an off-the-shelf elec-
tronic assembly. The futuristic microLED display chip is
utilised as the light source. Each microLED on the chip
functions as a microscopic light source whose position and
brightness can be electronically controlled. To demon-
strate Muscope, we imaged human blood smear and mi-
crobeads of diameter upto 1 µm. We also provide a proof-
of-concept of its suitability with super-resolution and field-
of-view enhancement techniques, without additional hard-
ware compulsions.
I. INTRODUCTION
Optical microscopy is indispensable to life sciences and
biomedical applications. For such a fundamental and
widely used equipment, conventional light microscopes re-
main costly, complex, bulky, fragile and largely manual.
These limitations adversely impact the delivery of proper
health care to a large population living in resource poor or hard
to access locations.1 Even in other settings, the optical micro-
scopes need trained operators and maintenance and have low
throughput. An important, yet generally overlooked, short-
coming of the conventional microscopes is their inflexibility
towards integration into bigger systems, which is an obsta-
cle for a whole class of new devices, automation and process
flows.
To fix these flaws, an impressive array of techniques2–18
have been devised to simplify the microscope by removing or
severely paring down the lens assembly. The resulting lens-
less microscopes have much smaller sizes. They are also cost
effective, easier to operate and support automation, thanks to
their electronic makeup. The major downside of removing
the lenses is limited resolution, which has been addressed by
computational methods and superresolution techniques.19–28
The superresolution techniques fuse multiple low resolution
(LR), slightly different images to yield a high resolution (HR)
image. Many such implementations obtain impressive resolu-
tion and a large field of view from devices which can fit in a
palm top.
Yet, these clever demonstrations have unsettling aspects.
Extended light sources and mechanical arrangements, which
are used to capture the LR images for feeding the superreso-
lution pipeline, restrict the reduction in form-factor, cost and
scaling production and make the system hard to automate.
In many cases, the assembly or fabrication is cumbersome.
Almost all the demonstrations treat the microscopes as stan-
dalone units, and not as a part to be integrated in more com-
plex systems, like microfluidics chips or robotic hardware.
For example, it is inconvenient to use either the conventional
or the palm top microscopes for observing multiple locations
simultaneously on microfluidic chips or microwell arrays. It
is our belief that focusing on these latter use cases can lead to
a plethora of applications.
Muscope, the microscope we present here, resolves these
concerns. It is the smallest microscope - extending only a few
mm in any direction - capable of high resolution imaging. It
has no purely optical or mechanical components and can be
assembled like a circuit board. All of its operations can be
done over electrical interfaces. In particular, it can be software
controlled - locally or remotely - and can be tuned online. Be-
cause of its small size, multiple Muscopes can be embedded
in a small area, and in theory, their sizes can be tuned accord-
ing to the desired field-of-view. Muscope uses common off
the shelf components, making it low cost and robust.
Muscope achieves these feats by replacing the extended
light source with the state-of-the-art microLED displays.29–31
microLEDs are micron size LEDs available in various colours.
The underlying technology allows high brightness LEDs, so
that even a single microLED is adequate for imaging. A
microLED display contains a rectangular array of such mi-
croscopic LEDs, each of which can be addressed individ-
ually. These unique features of microLED displays allow
Muscope to attain its tiny form, yet provide high resolution
imaging, as we show below. Muscope is lensless, therefore
the sensor captures holograms, from which real images are
reconstructed.6,9,32–34 We also show that Muscope field-of-
view is only limited by the extent of the microLED display or
the imaging sensors. Microscale movement of light source by
electronic means is perhaps the most salient feature of Mus-
cope, which allowed us to implement software controlled su-
perresolution. Our data shows improvement signal to noise
ratio (SNR) of HR holograms over the as-captured LR ones.
As a test, we image a blood smear and microspheres of dif-
ferent diameters on a glass coverslip. Muscope surpasses the
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existing designs in terms of simplicity and compactness, lead-
ing to scalability in cost, use and automation.
Muscope also presents new possibilities. For example, it
can be integrated in microfluidic chips for multi-site observa-
tion. It can also be hermetically sealed with ease, expanding
its scope to extreme environments. By tuning the size of un-
derlying LEDs and the type of lattice as well as its extent,
Muscope can be optimised to various applications. Just like
the normal LEDs, microLEDs can be illuminated very rapidly
which can be useful in fluorescent or time of flight measure-
ments.
II. EXPERIMENTAL DETAILS
Figure 1 presents the schematic and constituents of the
Muscope. It used off-the-shelf electronic components: an im-
age sensor chip and a microLED array display chip which
were kept facing each other. A coverslip on which samples
were deposited, was positioned between the sensor and dis-
play chip as in Fig. 1(e-f) . The distance between the display
and the sample was z1 and that between the sample and sen-
sor was z2. A single board computer (SBC) interacted with
the display driver board to illuminate a pattern on the display
chip as shown in Fig. 1(a-d). This resulted in the sample
hologram on the sensor surface. SBC retrieved the hologram
from the sensor as programmed. The display chip and sensor
surface were covered with glass coverslips (#1.5) to prevent
contamination.
In our experiments, z1 and z2 were a few 100 - 1000s of
µm. The overall dimensions of Muscope are limited only by
the size of display and sensor chips in lateral directions, to
about 4 mm x 6 mm in our setup. Along the imaging axis its
extent is about 3-4 mm, including the thickness of the sensor
and the display.
To move the components with respect to each other for
alignment and changing the distances, the display and the
sensor were mounted on acrylic enclosures which were
affixed to posts on an optical table as in Fig. 1(g-h). The
constituents of the Muscope are detailed below:
1. MicroLED Display
The display chip (JadeBird Display, Taiwan, Model
JBD5UM720PG) is an array of microLEDs arranged on
a rectangular lattice of 1280 and 720 points in x and y direc-
tions, respectively, depicted in Fig. 1(c). The emitter diameter
is 1.7 µm and the pixel pitch in either direction is 5 µm. The
microLEDs functioned as a wideband light source emitting at
520-530 nm with full width at half maximum (FWHM) of 30
nm. The intensity of each individually accessible microLED
can be varied upto 256 levels. The luminance of an individual
microLED is 1x106 - 3x106 Cd/m2, which is about 100X
higher than that of a common 1mm LED. The overall display
area measured 6.72 mm x 3.92 mm. The chip was bonded to
a Cu plate which acted as a thermal sink.
The display chip was connected to the driver board through
a flat cable. This board regulated the power to the display
chip. The maximum power consumed by the display is 1.032
W at 0.369 A current. Individual microLEDs can consume a
maximum of 1.6 µA current.
The same board uses micro-HDMI input to interface
to a Raspberry-Pi 4B (Rpi4) SBC, running Debian based
computer operating system. Rpi4 treated the microLED
display interface as an extended 8-bit monochrome display.
To illuminate the microLEDs on the array, an image was
displayed in this extended area with corresponding pixels set
to the desired intensity level. Refresh rates upto 240 Hz are
supported by the driver board. In all the experiments, a single
microLED at full intensity was used as a light source.
2. Imaging Sensor
The imaging sensor was a Sony IMX219 (3280 x 2464
pixels of size 1.12µm x 1.12 µm) chip contained in the
Raspberry Pi (Rpi) Cam V2 module, depicted in Fig. 1(d).
The lens assembly on top of the imaging sensor was removed
by carefully prying it off with a screwdriver, to expose the
sensor surface35. The surface was cleaned and sealed off
with a glass coverslip using an adhesive. The camera module
connected to a MIPI interface on the Rpi4 board via a flexible
cable as shown in Fig. 1(g).
A system command was used to capture full resolution raw
images from the sensor under default settings. The images
encoded JPEG as well as raw data, the latter of which was
extracted and used for analysis. Since the sensor surface is
covered with a Bayer pattern and the LEDs are emitting in
green, the blue and red pixels appear dimmed. They were
multiplied by constants (2.05 for red and 2.25 for blue) to
compensate for loss of intensity. For image capture, the light
source and the sensor were activated in a coordinated manner
using a Python script.
3. Samples
Polystyrene (PS) beads of sizes : 10 ± 0.2 µm, 5 ± 0.1 µm
and 1 µm (Sigma Aldrich ) were imaged. Beads were dis-
persed in polydimethylsiloxane (PDMS) following standard
PDMS to curing agent ratio (10:1). This mixture was spin
coated on a thin glass coverslip using spin coater (Navson
Technologies) @500 rpm for 30 seconds. This layer was im-
mediately covered by gently placing a cleaned coverslip on it.
The sample was then left undisturbed for overnight at 60°C.
Also, prepared microscope glass slide with human blood
smear on it, was purchased.
III. RESULTS AND DISCUSSIONS
Light emitted by a microLED was diffracted by the objects
in the sample plane. The diffraction pattern propagates till the
imaging sensor, where its intensity variations were captured
as hologram by the sensor. Holographic reconstruction algo-
rithms can be used to convert the hologram back to the real
image of the sample, even though the phase variations were
missing in captured holograms. We imaged several different
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FIG. 1. (a-b) microLED display driver and Rpi4 respectively, connected via an HDMI interface. (c-d) Schematic for microLED display and
the imaging sensor showing individual cells. (e) Muscope stack, showing the microLED array light source on top and the image sensor at the
bottom, sandwiching the sample slide. (f) Part of the sample illuminated by a microLED is magnified at the sensor surface, depending on the
distances z1 and z2. (g-h) Photographs of the setup showing the microLED and the sensor separately and attached together as Muscope.
FIG. 2. (a-c) Parts of holograms of samples containing beads of spec-
ified sizes. The second row shows the reconstruction of real images
from these holograms. Bottom row compares to reference images
from a 40X microscope objective. Beads in (c) were imaged at z1
value smaller than other samples, leading to a higher magnification.
sized beads (Fig. 2) to ascertain the performance of the Mus-
cope and the reconstruction algorithm.
For the imaging setup shown in Fig. 1, if microLEDs were
considered as point emitters. Thus, the object plane receives
spherical wave (U incident = exp(ikr)/r), r = (x,y,z) and z is
the imaging axis). Under the assumption that the Fresnel’s
number Nf = n(ob jectsize)2/λ z2 is small, it can be shown
that the hologram captured by the sensor is given by eq.1,32
H(X ,Y ) = |t(X ,Y )⊗ s(X ,Y )|2 (1)
where R = (X ,Y,Z) are coordinates in sensor plane, t(x,y)
is the transmission function of the object. Fresnel’s function
S(u,v) = exp(−iπλ z(u2 + v2) acts as a propagator and ⊗ is
the convolution operator. The hologram also gets magnified
by a factor M = (z1 + z2)/z1.
A reconstruction procedure propagates the intensity pattern
H(X ,Y ) back to the object plane to find the transmission func-
tion of the object. The absence of phase information from the
hologram makes this process imperfect, in particular, leading
to twin images. An interferometric phase retrieval algorithm36
deals with these problems and was used here for image re-
construction. The algorithm works well for near field holo-
grams which have Fresnel’s number Nf ∼ 1 or lower. For
Muscope setup, this condition is satisfied readily with objects
of size 10 µm or lower. In near field imaging, the intensi-
ties are dominated by diffraction terms and the real and vir-
tual images are not well separated out. The iterative algo-
rithm clips one of the twin images in appropriate planes to
reduce the effect of the other. The algorithm first generates
the virtual image from the intensity of the captured hologram
by forward propagating it to a distance z2. The object sup-
port is detected in this reconstructed image and is replaced
by the average of the reconstructed image inside the support.
The reconstruction is then back propagated to the object plane
(-2z2). A gradual clip operator is applied to the generated im-
age to set the field outside the support equal to background.
The resulting image is forward propagated to the virtual im-
age plane again (2z2). The signal inside the support is again
replaced by the average calculated in initial pass. The image
is again back propagated to the object plane to get a recon-
struction. The process converges after several iterations. For
our reconstructions, 5-10 iterations were sufficient. As noted
above, the forward and backward propagation used spherical
waves under Fresnel-Kirchoff approximation. The value of z2
which yielded sharpest images was used for reconstruction.
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FIG. 3. (a) Schematic showing the change in hologram location as
the sample is illuminated by adjacent microLED. (b) Plots of the dis-
tance t2 and angle θ for a holograms obtained from pair of adjacent
microLEDs. The holograms were obtained from the same setup as in
Fig. 2 for 5 µm and 1 µm beads.
The refractive index of the medium was a linearly weighted
sum of refractive indices of glass (1.33) and air (1.0), where
the weights were the fraction of z2 covered by each. Two cov-
erslips in sample to sensor path resulted in glass thickness of
340 µm.
In Fig.2, the reconstructed images are compared with the
reference images of beads obtained from an inverted micro-
scope with 40X objective. The size of the beads is also shown
in pixel units. The sizes of the beads were calculated by man-
ually selecting the areas around the beads of interest and pro-
cessing them using blob detection and size estimation routines
from SciKit skimage libraries.37 Average of the size of at least
four beads yielded the sizes that are shown.
For the reference images, the physical size of the beads is
proportional to the size of the beads in pixels. The same holds
true for bead sizes derived from reconstructed images of big-
ger beads (10 µm and 5 µm, Fig.2(a,b)). The holograms of 1
µm beads (Fig.2(c)) were captured with a smaller z1 resulting
in a magnified reconstructed image. The magnification factor
is derived below, and the resulting size of 1 µm beads approx-
imately follows the size trend of the bigger beads.
Muscope provides another way to calculate the magni-
fication factor using the shift in the holograms when mi-
croLEDs at different locations are illuminated. The schematic
in Fig.3(a) indicates that the ratio of the shift in the location
of the hologram of a bead on the sensor (t2) to the shift in lo-
cation of microLED (t1) is the same as the ratio z2/z1. The
frames of the sensor and the microLED display may be ori-
ented at an angle θ . We captured a series of holograms of 5
µm and 1 µm beads by illuminating a 13x13 rectangular grid
of microLEDs on the microLED display. Closest neighbour-
ing microLEDs in the grid were separated by 2 microLEDs,
giving t1 = 15 µm. The grid was located in the center of the
microLED display, so as to minimize the angle of incidence
on the beads. With this arrangement, an algorithm described
by Feinup et al.38 and coded in Scikit skimage libraries was
used to calculate the distances (t2) and angles (θ ) between
holograms captured by illuminating neighboring microLEDs.
The data is shown in Fig.3(b) for 5 µm and 1 µm beads. The
ratio z2/z1, derived from these plots suggests that M = 1.13
and M = 1.33 for 5 µm and 1 µm beads, respectively. These
FIG. 4. (a) Full frame hologram of 10 µm beads sample using mi-
croLED located at the position 335 in a row. (b) At the edge, the
hologram shows oblique fringes due to large angle illumination. (c)
Reconstruction of the same showing distorted beads. (d) Full frame
hologram using microLED at position 923. (e) Hologram of the same
area as (b) shows very low distortion, (f) its reconstruction.
values are close to those obtained from Fig 2. The shift mea-
surements hold for larger gaps between the neighbouring illu-
minated microLEDs of 10, 15 and 20 microLEDs - t2 scaled
almost linearly with the gaps.
The ability to change the location of the light source over
large distances over the sensor span is perhaps the most out-
standing feature of Muscope. Here we demonstrate two
salient advantages of this feature.
First, the holograms captured by illuminating microLEDs
separated over large distances enable a field of view only lim-
ited by the extent of the microLED display and the sensor.
In Fig. 4(a-b), a hologram of the 10 µm bead sample and its
zoomed portion at the edges are shown. The illuminating mi-
croLED sat on the left hand side of the microLED display.
Therefore the beads on the sample located at the farther end
on the right, received light at a higher angle, resulting in the
hologram getting distorted there (Fig. 4(b)). To image this
edge properly a microLED on the right hand side was illumi-
nated (Fig. 4(d)), improving the hologram of the desired area
and its reconstruction (Fig. 4(e-f)). An immediate use is to
construct large field of view images by fusing non-distorted
parts of many holograms obtained from illuminating a series
of microLEDs.
Second, the movement of the light source can be used to
implement several superresolution techniques available in the
literature.20,39 The resolution of the reconstructed images de-
pends on several factors. These factors include spatially in-
coherent and wideband emission from the microLEDs, finite
sensor pixel dimensions, low signal to noise ratio (SNR) and
approximations made in the reconstruction algorithm. The
SNR is affected by the sensitivity of the sensor, the absorbance
of the Bayer layer, the illumination intensity from the mi-
croLEDs and several noise sources. A combination of these
factors limits the number of fringes in the captured hologram
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of an object. The outermost fringes of the hologram contain
the high frequency components and therefore, the finer fea-
tures of the sample. Even with highly coherent and high in-
tensity lasers, the fringes which are only as fine as a multiple
of the sensor pixel size can be analysed (Nyquist criterion).
The impact of finite pixel size of the sensor can be re-
duced by a multi-image super resolution algorithm, FastSR,
described by Elad et al.20 It fuses several low resolution but
subpixel shifted images to make a high resolution one. With
Muscope, the low resolution images were obtained by shifting
the position of the microLED on the display array. The change
in position of microLED caused a shift in the holograms on the
image sensor as shown in Fig. 3(a). With the knowledge of
the size of the sensor pixel, the pitch of the microLED display
and the distances involved, one can select illumination to re-
sult in known (sub-) pixel shifts in holograms. To obtain a N
times higher resolution image, the subpixel shifts were binned
into bins of size 1/N, in both directions, with a total of N2 bins
within a pixel. For each pixel in low resolution images there
were N2 pixels in the high resolution image, contributed by
these N2 bins. Normally, an illumination pattern will lead to
bins having no images or bins having more than one image.
In the latter case, median values of all the images in that bin
are used, which is a robust estimate for the pixel value. In the
former case, an interpolation scheme is needed.
The shift between a pair of holograms from neighbouring
illuminated microLEDs was determined by the algorithm of
Feinup et al.38 The algorithm allows detection of sub-pixel
shifts located in bins, whose size can be controlled by passing
the upsample factor N to the algorithm.
In the second step of the superresolution algorithm, the ef-
fect of the point spread function of the sensor pixels is re-
moved by a gradient descent scheme based on a L1 norm. The
presence of noise and the need for interpolation is also taken
into account in this step. The point spread function of the im-
age sensor has also been determined.40 Fig. 5 compares the
improvement brought out by the FastSR algorithm compared
to a low resolution image. The low resolution images were the
same sets of holograms captured from illuminating a 13x13
grid that was described in Fig 3. An upsample factor of 4 was
used, the results for higher upsampling were similar. Intensity
profile sections across an isolated hologram in low and high
resolution are compared in the insets of Fig. 5(a-b). The insets
clearly show the increased number of sharply defined fringes
in the high resolution hologram. However, only a couple of
extra fringes appear in the high resolution hologram, yielding
a marginal improvement in resolving two closeby beads in the
reconstructed images (insets in Fig. 5(c-d)). Improvement in
coherency of the light source, magnification and the SNR is
needed to get pixel-limited resolution.
The fusion of images led to the reduction of noise due to
averaging of many images and the removal of artefacts which
are located at surfaces different from the beads. A couple of
dust particles seen on the lower right hand side of the low
resolution hologram in Fig 5(a) disappeared in the high res-
olution image in Fig 5(b). To look at the real world perfor-
mance of Muscope, we imaged a slide with blood smear on
it. A 60X reference image from a microscope, the captured
FIG. 5. (a) The inset shows the intensity variation across a hologram
of a 5 µm bead. (b) The intensity profile has less noise and more
fringes for a superresolved hologram. (c) Reconstruction of (a). In-
set shows zoomed view of two nearby beads. (d) Reconstruction of
superresolved hologram of (b) and showing improved definition of
the beads in comparison with (c).
FIG. 6. (a) Micorscope image with 60X objective of a blood smear
slide. (b-c) Hologram of the same sample and its reconstruction,
respectively.
hologram and its reconstruction are displayed in Fig. 6. The
reconstructed image is close to the reference image showing
the platelets in the same density and sizes as the reference im-
ages.
IV. CONCLUSION
The advancements in electronics and computational tech-
niques have greatly supported lensless imaging systems.
However, the light sources used in current lensless micro-
scopes have remained macroscopic and thus, none of the ex-
isting implementations is truly “on-chip”. We used a recently
developed microLED display chip as the light source to get
around this problem. The key aspect of these displays is the
ability to change the location and intensity of the individual
micron sized emitters over large distances to cover the sam-
ple. Using microLED display, we designed and experimen-
tally demonstrated Muscope, an on-chip microscope. Mus-
cope was able to image upto 1 µm diameter beads with just
off-the-shelf electronic components, without any optimisa-
(which was not certified by peer review) is the author/funder. All rights reserved. No reuse allowed without permission. 
The copyright holder for this preprintthis version posted June 10, 2021. ; https://doi.org/10.1101/2021.06.09.447680doi: bioRxiv preprint 
Muscope 6
tions. Changing the locations of the emitters on the display
allowed crucial enhancements in resolution and field-of-view,
avoiding any optical or mechanical additions to the system.
We had also imaged human blood smear to show its aptness
with biological samples.
In addition to being the smallest microscope with form fac-
tor 3-4mm, Muscope renders multiple future possibilities, es-
pecially due to its compatibility with microfluidic technology
and robotic technology. Infact, it can be hermetically sealed
in a microfluidic device such that the channel lies between the
microLED and image sensor chip. The main limitations of
Muscope arise from the limited SNR, which is yet to be tack-
led.
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